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Rapid detection methodsfor M. tuberculosis. The definitive diagnosis of tuberculosis (TB)
disease depends on the isolation and identification of the etiologic agent, Mycobacterium
tuberculosis, in clinical specimens. Rapid, sensitive laboratory techniques for the growth and
detection of mycobacteria have facilitated diagnosis of TB and isolation and appropriate treatment
of TB patients. Unfortunately, these new rapid diagnostic methods also appear to have increased
the possibility of laboratory cross-contamination.

As more |aboratories adopt techniques using broth media (e.g. BACTEC?, MGIT?,
BacT/Alert®), cross-contamination of samples may become more common--particularly in
communities with a high incidence of TB, where large numbers of specimens are being evaluated
for Mycobacterium tuberculosis.*?

False positive culturesfor M. tuberculosis. The potentia for errors underscores the need for
prompt recognition of false-positives. Indicators of potential false-positive M. tuberculosis
cultures include:

All specimens from a patient are smear negative for acid-fast bacilli (AFB), and only
oneis culture-positive

The patient’s signs, symptoms and clinical course are inconsistent with TB

A culture-positive M. tuberculosis specimen, which is also likely to be AFB smear-
positive, was processed the same day as the suspected specimen

The DNA fingerprint pattern of the suspected isolate isidentical to that of the putative
source isolate

There are no known epidemiologic links between the patient with the suspected isolate
and the patient with the putative source isolate

The duration of time for detection of growth was prolonged, or only sparse colonies
were detected on solid medium.®

It is not unusual for a specimen to be smear-negative for AFB and culture positive for M.
tuberculosis; in fact, thisis the rule rather than the exception for extrapulmonary TB specimens.
However, asingle positive culture preceded or followed by all negative smears and cultures from
the same site should be questioned. For help with evaluations of questionable laboratory results,
call the TB Program at (608) 266-9692. In these situations, clinical judgment determines if
treatment is needed for active disease.
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